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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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NATIONAL FOREWORD 

This Indian Standard (Part 1) which is identical with ISO 7530-1 : 1990 'Nickel alloys — Flame 
atomic absorption spectrometric analysis — Part 1 : General requirements and sample dissolution' 
issued by the International Organization for Standardization (ISO) was adopted by the Bureau of 
Indian Standards on the recommendations of the Methods of Chemical/Instrumental Analysis of Non- 
ferrous Metals Sectional Committee and approval of the Metallurgical Engineering Division Council. 

The text of the above mentioned ISO standard has been approved as suitable for publication as 
Indian Standard without deviations. Certain conventions are, however, not identical to those used in 
Indian Standards. Attention is particularly drawn to the following : 

a) Wherever the words 'International Standard' appear referring to this standard, they should be 
read as 'Indian Standard'. 

b) Comma (,) has been used as a decimal marker while in Indian Standards, the current 
practice is to use a point (.) as the decimal marker. 

In this adopted standard, reference appears to certain international standards for which Indian 
Standards also exist. The corresponding Indian Standards which are to be substituted in their place 
are listed below along with their degree of equivalence for the editions indicated : 

International Corresponding Degree of 

Standard Indian Standard Equivalence 

ISO 385-1:1984 IS 1 997 : 1 982 Burettes (seco/id rews/on) Not Equivalent 

ISO 648: 1977 IS 1117 : 1975 One-mark pipettes {first do 

revision) 

180 1042:1983 IS 915 : 1975 One-mark volumetric do 

flasks {first revision) 

ISO 5725: 1986 IS 5420 (Part 2) : 1973 Guide on do 

precision of test methods: Part 2 Inter- 
laboratory testing 

This standard has been issued in nine parts. Other parts of this standard are : 

Part 2 Determination of cobalt content 

Part 3 Determination of chromium content 

Part 4 Determination of copper content 

Part 5 Determination of Iron content 

Part 6 Determination of manganese content 

Part 7 Determination of aluminium content 

Part 8 Determination of silicon content 

Part 9 Determination of vanadium content 

Parts 7, 8 and 9 will be issued in due course. 

In reporting the results of a test or analysis made in accordance with this standard, if the final value, 
observed or calculated, is to be rounded off, it shall be done in accordance with IS 2 : 1960 'Rules 
for rounding off numerical values {revised)'. 
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Indian Standard 

NICKEL ALLOYS — FLAME ATOMIC ABSORPTION 
SPECTROMETRIC ANALYSIS — METHOD 

PART 1 GENERAL REQUIREMENTS AND SAMPLE DISSOLUTION 



WARNING — The manufacturer's recommendations should be closely followed and particular attention 
is drawn to the following safety points: 

a) the explosive nature of acetylene, and regulations concerning its use, 

b) the need to shield the eyes of the operator from ultraviolet radiation by means of tinted glass, 

c) the need to keep the burner head clear of deposits because a badly clogged burner may cause a 
flashback, 

d) the need to ensure that the liquid trap is filled with water, 

e) always spray distilled water between the test solutions, blank solution and/or calibration solutions. 



1 Scope 



ibility of the individual methods specified in the other 
parts of ISO 7530. 



1.1 130 7530 specifies flame atomic absorption 
methods for the determination of up to 4 % [mjm) 
of cobalt, chromium, copper, iron, manganese and 
aluminium, up to 2 % (mlm) of silicon and from 
0,05 % {mini) to 1 % {mini) of vanadium in nickel 
alloys. Other elements may be added in subsequent 
parts of ISO 7530. Typical compositions of some 
nickel alloys are given in annex B. 



1.2 This part of ISO 7530 specifies the general re- 
quirements for analysis by flame atomic absorption, 
preparation and dissolution of the test sample, 
method of calculation and the procedures used for 
the evaluation of the repeatability and reproduc- 



2 Normative references 

The following standards contain provisions which, 
through reference in this text, constitute provisions 
of this part of ISO 7530. At the time of publication, 
the editions indicated wer« valid. All standards are 
subject to revision, and parties to agreements based 
on this part of ISO 7530 are encouraged to investi- 
gate the possibility of applying the most recent edi- 
tions of the standards indicated below, fvlembers of 
lEC and ISO maintain registers of currently valid 
International Standards. 
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ISO 385-1:1984, Laboratory glassware — Burettes — 
Part 1: General requirements. 

ISO 648:1977, Laboratory glassware — One-mark 
pipettes. 

ISO 1042:1983, Laboratory glassware — One-mark 
volumetric flasks. 

ISO 5725:1986, Precision of test methods — Determi- 
nation of repeatability and reproducibility for a stan- 
dard test method by inter-laboratory tests. 

3 Principle 

Dissolution of a test portion in acid, evaporation of 
excess acid and redissolution of ttie salts. 

Addition of an ionization suppressant, if necessary, 
and dilution of the solution lo a l<nown volume. 

Aspiration of the test solution, after a secondary di- 
lution, if necessary, into the air-acetylene or nitrous 
oxide-acetylene flame of an atomic absorption 
spectrometer. 

Measurement of the absorption of the resonance 
line energy from the spectrum of the element being 
determined and comparison with that of calibration 
solutions of the same element. 



4 Reagents 

During the analysis, unless otherwise stated, use 
only reagents of recognized analytical grade and 
only distilled water or water of equivalent purity, 

4.1 High purity metals, 99,9 % (m/n;) minimum, as 
specified in the relevant part of ISO 7530. 



4.7 Standard reference solutions, 1,000 g/l of metal. 

Prepare separately for each metal as specified in 
the appropriate part of 'SO 7530. 



5 Apparatus 

Ordinary laboraloi7 apparatus, and 

5.1 Atomic absorption spectrometer 

5.1.1 The atomic absorption spectrometer used in 
this method shall meet the inst''ument performance 
parameters given in annex A 

5.1.2 The instrument shall be equipped with burner 
heads suitable for both ^n air-acetylene and a 
nitrous oxide-acetylene flame. 

5.1.3 The instrument should be capable of using 
single element hollow cathode or electrodeless dis- 
charge lamps operated at currents recommended 
by the manufacturer. 

5.2 Volumetric glassware 

5.2.1 Burettes, of capacity 50 ml, graduated in div- 
isions of 0,1 ml in accordance with ISO 385-1, 
class A. 



5,2.2 Pipettes, in accordance with ISO 648. 
class A. 



5.2.3 Volumetric flaslcs, in accotdance with 
ISO 1042, class A. 



4,2 Nitric acid, (HNO3), P20 ^^ 1,41 g/ml. 



6 Sampling and sample preparation 



4.3 Nitric acid, (HNO3), pya ^ 1,41 g/ml diluted 
(1 + 1). 

4.4 Hydrochloric acid, (HCI), P20 = 1,18 g/ml. 



6.1 Sampling and preparation of the laboratory 
sample shall be carried out by normal agreed pro- 
cedures or, in case of dispute, by the relevant Inter- 
national Standard 



4.5 Hydrochloric acid, (HCI). p^o ~ 1,18 g/ml di- 
luted (1 + 1). 

4.6 Nitric acid-hydrochloric acid mixture, 

CAUTION — This acid mixture is highly corrosive 
and unstable. Noxious gas (chlorine) is liberated on 
standing, It shall be prepared and used in a fume 
cupboard and shall not be kept in a closed container. 

Carefully mix 1 part of nitric acid (4.2) and 3 parts 
of hydrochloric acid (4.4). This mixture is not stable 
and should be prepared only as needed. 



6.2 The laboratory sample normally Is in the form 
of millings or drillings and no further preparation of 
the sample is necessary. 

6.3 If it is suspected that the laboratory sample is 
contaminated with oil or grease from the milling or 
drilling process, it shall be cleaned by washing wilh 
high purity acetone and drying in air. 

6.4 If the laboratory sample contains particles or 
pieces of widely varying sizes, the test sample 
should be obtained by riffling. 
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7 Procedure 

7.1 Preparation of test solution 
method 



General 



7.1.1 Weigh, to the nearest 0,001 g, 1,00 g of the 
laboratory sample and transfer to a clean unetched 
600 ml beaker. Add 20 mi of the nitric acid- 
hydrochloric acid mixture (4.6). Apply sufficient heat 
to initiate and maintain the reaction until dissolution 
is complete. If the alloy resists dissolution, some 
adjustment of the acid mixture may be required. Add 
hydrochloric acid (44) in 1 ml increments and con- 
tinue heating to dissolve the sample. 

7.1.2 Using a low heat, evaporate the solution just 
to dryness. Do not bake. Cool to about 50 ^C, add 
25 ml of hydrochloric acid (4.4) and again evaporate 
just to dryness. Add a further 25 ml of hydrochloric 
acid and repeat the evaporation 

7.1.3 Cool to about b'O "C, add 5 ml of hydrochloric 
acid {4.4) and 20 ml of water and heat to dissolve the 
salts. 

7.1.4 Proceed as directed in the relevant part of 
ISO 7530 

NOTES 

1 Some alloys having a high copper content may be 
dissolved In nitric acid diluted 1 + 1. For some alloys an 
acid mixture containing 30 ml hydrochloric acid and 2 ml 
of nitric acid is more effective. 

2 The general method of dissolution may be modified as 
specified in other parts rJ ISO 7530. 

3 If sample inhomogeneity is suspected, a larger mass 
of sample (10 g to 50 g) may be taken for analysis. How- 
ever, an aliquot portion corresponding to a 1 g sample 
shall be taken from such a solution and processed in ac- 
cordance with the procedure given. 

7.2 Blank test 

Carry out a blank test in parallel with the determi- 
nation, following the same procedure and using the 
same quantities of all the reagents. 

7.3 Preparation of calibration solutions 

Proceed as directed in the relevant part of ISO 7530. 

7.4 Calibration and determination 

7.4.1 Atomic absorption measurements 

7.4.1.1 The spectral lines for each element to be 
used in the analysis Bre specified in the relevant 
part of ISO 7530. 



7.4.1.2 Set the required instrument parameters ac- 
cording to the manufacturer's recommendations. 
Light the burner and aspirate water until thermal 
equilibrium is reached. The flame conditions will 
vary according to the element being determined. 
Zero the instrument. 

7.4.1.3 Ensure that the instrument meets the per- 
formance requirements given in annex A. Optimum 
settings for the operating parameters vary from in- 
strument to instrument. Scale expansion may have 
to be used to obtain the required readability. 

7.4.1.4 Ensure that the calibration solutions and the 
test solution(s) are within 1 °C of the same tem- 
perature. 

7.4.1.5 Aspirate water and zero the instrument. 

7.4.1.6 Aspirate the calibration solutions and the 
test solution(s) and note the reading to determine 
the approximate concentration of the test solutions 

7.4.1.7 Aspirate water until the initial reading is 
obtained. Zero the instrument if necessary. 

7.4.1.8 Aspirate the calibration solutions and the 
test solution(s) in the order of increasing instrument 
response, starting with the zero member solution. 
When a stable response is obtained, record the 
reading. Flush the system by aspirating water be- 
tween each test or calibration solution. 

7.4.1.9 Repeat the measurement of the full set of 
the calibration and test solutions twice more and 
record the data. 

7.4.2 Preparation of calibration graphs 

Plot the average instrument reading against the 
concentration of the analyte in the calibration sol- 
utions for each set of measurements Proceed with 
the calculations as directed in clause 8. 

NOTE 4 Some instruments may be adjusted to give a 
read-out directly in concentration of the analyte. A graph 
of instrument response versus concentration should be 
plotted to check the validity of the readings. 

7.5 Number of determinations 

Carry out the determination at least in duplicate 

8 Expression of results 

8.1 Calculation 

8.1.1 Determtiie the concentration of the analyte in 
the test solution from the corresponding calibration 
graphs for each of the three sets of instrument 
readings recorded. 
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8.1.2 Calculate the percentage by mass of the 
analyte in the test sample using the formula 



p X V X F 



m 



x10 ' 



where 
P 

V 



is the analyte concentration, in milli- 
grams per litre, found in the test solution 
less the blank; 

is the volume, in millilitres, of the initial 
test solution; 

is the dilution factor for the secondary 
dilution; 

is the mass, in grams, of the test portion. 



NOTE 5 The average of the results from the three 
readings as calculated comprises a single determination. 
The three results give an Indication of the precision of the 
atomic absorption measurements. 



8.2 Precision 



8.2.1 Laboratory tests 

The methods in the subsequent parts of ISO 7530 
have been subjected to interlaboratory testing. 
Samples were analysed in duplicate on different 
days. 



8.2.2 Statistical analysis 

8.2.2.1 Results from the interlaboratory test pro- 
gramme were evaluated according to ISO 5725. The 
datxi were tested for statistical outliers by the 
Cochran and Dixon tests given in ISO 5725. 

8.2.2.2 The principle of the Cochran test is that a 
set of results is an outlier if the within-laboratory 
vanance is too large in relation to others. Dixon's 
test is to determine if the mean from a laboratory is 
too far from the other laboratory means. Both tests 
were applied at the 95 % confidence level. 

8.2.2.3 Repeatability and reproducibility were cal- 
culated according to ISO 5725 at the 95 % confi- 
dence level. Results of the statistical analysis, 
including the within-lat>oratory and between- 
laboratory standard deviations are given for each 
element in the relevant part of this ISO 7530. 

9 Test report 

The test report shall include the following infor- 
mation: 

a) the reference to the method used; 

b) the results of the analysis; 

c) the number of Independent replications; 

d) any unusual features noted during the analysis; 

e) any operation not included in this part of 
ISO 7530 or regarded as optional. 
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Annex A 

(normative) 

Checking of spectrometer performance parameters 



A.1 Introduction 

The performance of atomic absorption spec- 
trometers of the same or different manufacture may 
vary from instrument to instrument, it is therefore 
essential to establish that a particular instrument 
meets certain performance requrrements before it is 
used in the methods specified in ISO 7530. 

A.2 Initial Instrument adjustments 

A. 2.1 Set up the atomic absorption spectrometer 
to operate with an air-acetylene or nitrous oxide- 
acetylene flame using a single slot {normally about 
10 cm) laminar flow burner head according to the 
manufacturer's instructions. 

A.2.2 Use a single element hollow cathode, single 
element electrodeless discharge or other appropri- 
ate single element lamp as the light source for the 
element under test. Operate the source as rec- 
ommended by the manufacturer. 

NOTE 6 The use of mUltl-element lamps is not gerierally 
recommended although some binary alloy lamps give a 
more stable emission than single element lamps. 

A.2.3 Light the burner and aspirate water until 
thermal equilibrium is reached. 

A. 2.4 Aspirate a mid-range calibration solution of 
the element under test and adjust the instrument to 
give optimum absorption. Use the wavelengths 
specified in the relevant part of ISO 7530 and the slit 
setting or bandpass recommended by the instru- 
ment manufacturer for the element under test. The 
use of scale expansion may be necessary. 

A. 2.5 Flush the burner system by aspirating 
hydrochloric acid diluted 1 + 19, adjust the instru- 
ment zero and proceed with the performance par- 
ameter check as directed in A. 3. 2 to A. 3. 4 inclusive. 



instrument performance check, select two pairs of 
calibration solutions covering the upper and lower 
end of the calibration graph, such that the interval 
between the tvi/o calibration solutions of highest 
concentration is equal to that between the reference 
solution and 1he calibration solution of low concen- 
tration. 

A.3.2 Readability 

A.3.2.1 Aspirate the two calibration solutions of 
highest concentrations of the element under test, 
record the instrument readings and calculate the 
difference. 

A. 3. 2.2 Divide the difference in the readings by 20. 
The readability of the instrument is acceptable if this 
result is not less than the smallest effective interval 
which can be read or estimated on the Instrument 
read-out. 

A.3.3 Linearity of Instrument response 

A. 3.3.1 Aspirate the zero member solution and the 
calibration solution of low concentration of the el- 
ement under test (A. 3.1). Record the instrument 
readings and calculate the difference. 

A.3.3.2 Divide the difference in the readings for the 
two calibration solutions of highest concentration as 
determined in A.3.2.1 by the difference between the 
zero member and calibration solution of low con- 
centration. 

A. 3. 3. 3 The linearity of the instrument response is 
acceptable ifihis ratio is 0,70 or greater. 

A.3.3.4 If the ratio is less than 0,70, further adjust- 
ments to the instrument may give acceptable re- 
sults. Otherwise the operating range of the method 
shall be reduced by lowering the concentration of 
the calibration solution of highest concentration. 



A.3 instrument performance checl( 

A. 3.1 Performance check solutions 

The calibration graph in the relevant part of 
ISO 7530 is normally established using five cali- 
bration solutions including the zero member. For the 



A. 3.4 Minimum stability 

A. 3. 4.1 Aspirate hydrochloric acid diluted 1 + 19 
and zero the instrument. 

A. 3.4. 2 Aspirate the calibration solution of highest 
concentration and record the reading. 
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A. 3.4, 3 Aspirate hydrochloric acid diluted 1 + 19. 
MOTE 7 The instrument reading should return to zero 



A. 3.4. 4 Repeat the measurement of the calibration 
solution of highest concentration six times, aspirat- 
ing hydrochloric acid diluted 1 + 19 between 
readings but not adjusting any instrumental settings. 



where 
A 






NOTE 8 
viation 



is the average instrunrent reading for the 
calibration solution of highest concen- 
tration calculated from the six readings 
taken; 

is the highest of the six instrument 
readings: 

is the lowest of the six instrument 
readings: 

(/1ii~/1|)0,40 is an estimate of the standard de- 



A.3.4.5 The variability (VA), expressed as a per- 
centage, of the readings of the calibration solution 
of highest concentration, is given by the formula 



(/f, - ^,)0,40 



xlOO 



A. 3.4.6 The instrument meets the minimum stab- 
ility requirements if the variability is less than 
1,5 %. 

NOTE 9 This test may, in addition, be applied to other 
points on the calibration graph. It may also be applied to 
evaluation of the minimum stability of the instrument 
zero. 
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Annex B 

(informative) 

Examples of compositions of some nicl<el alloys [% (w/m)] 

The examples of compositions given in table B.1 are not to be interpreted as speciTications for chemical com- 
positions. 



Table B.1 — Examples of compositions of some nickel alloys [% (mim)'] 



Single values are maximum limits. 


except for nickel 


where sin 


gle values 


are minimum 








AlPoy" 


Al 


B 


c 


C021 


Cr 


Cu 


Fe 


Mn 


Mo 


Ni 


P 


S 


SI 


Ti 


Others 


A 


-- 




0,30 






28,0 
34,0 


2,5 


2,0 




63,0H 


^" 


0,025 


0,5 




' 


B 






0,15 


--. 


14,0 
17,0 


0,5 


6,0 
-10,0 


1,0 




72,0« 


■ 


0,015 


0,5 


-- 




C 


0,4 
1,0 




0,08 


... 


14,0 
17,0 


0,5 


5,0 
9,0 


1,0 




70,0't 


- 


0,015 


0,5 


2.2 
2.8 


Nb plus 

Ta 
0,7 to 1,2 


D 


0,2 

0,8 


0,006 


0,08 


-- 


17,0 
21,0 


0,3 


Remainder 


0,4 


2,8 
3,3 


50,0 
55,0 


0,015 


0,015 


0,4 


0,6 

1,2 


Nb plus 

Ta 
4,7 to 5,5 


E 
F 


0.15 
0,60 

- 


- 


0,10 




19,0 
23,0 


0,7 


Remainder 


1.5 


"■ 


30,0 
35,0 


- 


0,015 


1,0 


0,15 
0,60 


- 




0,08 
0,15 


5,0 


18,0 
21,0 


0,5 


5,0 


1,0 


■" 


Remainders) 




0,020 


1,0 


0,2 
0,6 


Pb 
0,005 


G 


1,0 
2,0 


0,020 


0,13 


15,0 
21,0 


18,0 
21,0 


0,2 


1,5 


1,0 




Remainder 


-- _ 


0,015 


1,0 


2,0 
3,0 


Zr 

0,15 


H 


4,5 
4,9 


0,003 
0,010 


0,12 
0,17 


18,0 
22,0 


14,0 
15,7 


0,2 


1,0 


1,0 


4,5 
5,5 


Remainder 




0,015 


1,0 - 


0,9 

1,5 


Zr 

0,15 


1 

J 


0,3 
0,6 


0,005 


0.04 
0,08 


19,0 
21,0 

1,0 


19,0 
21,0 


0,2 


0,7 


0,6 


5,6 

6,1 


Remaimjer 


— , 


0,007 


0,4 


1,9 
2,4 


Ti plus Al 
2,4 to 2,8 




0,02 


1,0 




2,0 


1,0 


26,0 
30,0 


RemaindPrS) 


0,040 


0,035 


0,1 




~ 


K 


1,2 
1,6 


0,003 
0,010 


0,02 
0,10 


12,0 
15,0 


18,0 
21,0 


0,1 


2,0 


1,0 


3,5 
5,0 


Remainder 


0,015 


0,015 


0,1 


2,8 
3,3 


Zr 

0,02 to 
0,08 


L 




0,02 


2,5 


14,5 
16,5 




4,0 
7,0 


1,0 


15,0 
17,0 


Remainder 


0,040 


0,035 


0,08 




V0,35 

W 3,0 to 

4,5 


1) Alloy letters are used ins 

2) Where no limits are give 

3) Cobalt counts as nickel ir 


tead of commercial names until a 
1, the maximum cobalt content Is 1 
1 some alloys. 


neutral ISO Of 
5 % (m/m). 


;signation is d 


evetoped. 









